The double J-spring guide wire and its hazards. Partially retained double J-wire: a complication during central venous catheterization. Case report.
A case is presented in which the outer part of a double J-spring guide wire was retained in the patient because of separation of the two parts. Warning against the use of this kind of wire is given.